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English Installation instructions
Wall fixture for XP/XS terminal, 11132665

Deutsch Montageanleitung
Wandhalter für XP/XS Terminal, 11132665

Français Instructions de montage
Fixation au mur pour terminal XP/XS, 11132665

Español Instrucciones de montaje
Fijación a la pared para terminal XP/XS, 11132665

Italiano Istruzioni di montaggio
Attaco al muro per terminale XP/XS, 11132665
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Installation instructions for XP terminal
Montageanleitung für XP Terminal
Instructions de montage pour terminal XP
Instrucciones de montaje para terminal XP
Istruzioni di montaggio per terminale XP

DC (2x) 4 53

7a 7b 8

21

➔

➔

6



B (3x)

A (1x)D (1x)

Installation instructions for XS terminal
Montageanleitung für XS Terminal
Instructions de montage pour terminal XS
Instrucciones de montaje para terminal XS
Istruzioni di montaggio per terminale XS
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